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Inductive Gage for rvieasurement of Load 
This paper describes the design and con-
struction of an inductive-type gage for. the 
mea.surement of load, intended espe.clally 
for use in a fatigue machine, but appllcab.le 
to other uses as well. Its performance, In 
terms of sensitivity, stability, and accuracy, 
is also described. 
The measuring element is a balanced in-
ductance-type displacement-measuring gage, 
installed in a mechanical ring-type dyna-
mometer. Excitation is by alternating cur-
rent at 13,500 cycles p~r second; ou~put is 
direct current at low Impedance, WIth po-
larity of output current indicating direction 
of application of load. Sensitivity, stability, 
and accuracy are all high. For static mea-
surements a null system is used, but the 
instrument may also be used for dynamic 
measurements as a deflection-type instru-
ment. 
The application of such an instrument in 
fatigue machines is described, as well as an 
alternate form ot primary element. 
S EYERAL years' experience in the op-eration 01 lever-type fatigue ma-
cnines in the Structural Engineering 
Laboratory of the University of Illin-
ois had indicated that the mechanical 
load gages customarily used were not 
sufficiently sensitive, stable, and ac-
curate for some new types of tests, al-
though adequate for their normal uses. 
A new type of load-measuring device 
was desired, having greater sensitivity, 
stability, and accuracy, better compen-
sation for temperature effects, and cap-
able of providing continuous dynamic 
records if desired. The development 
described here fulfills these require-
ments. 
Use of Mechanical Type Gage 
Load measurements have been cus-
tomarily taken with elastic load-rings 
and dial gages; the change in diameter 
of the ring under diametral load being 
the indication of force. It is usual for 
such a load-ring to experience a change 
in diameter of perhaps 0.001 inch for 
1,000 pounds load. Thus, with a dial 
gage reading to 0.0001 inch, in a fa-
tigue machine containing a 10:1 lever 
system, one division on the dial repre-
sents approximately 100 pounds on the 
specimen. Ordinary dial indicators are 
not considered accurate enough to read 
closer than one division. 
In use, the dial-gage dynamometer 
is satisfactory only for static measure-
ments, since the dial indicator cannot 
well follow the cyclic loads applied by 
the machine, and in order to protect 
it from damage it is removed from the 
machine during a test. The general 
procedure is this: 
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The dial indicator is inserted in the 
gage-holes in the load-ring, and a read-
ing is taken. Load is then applied, and 
another reading taken; the difference 
in these dial readings is proportional 
to the load change. If.. it is desired to 
check the load over a period of days 
(or even hours), the effect of tempera-
ture must be considered; this requires 
the .use of a standard bar. The standard 
bar is a piece of the same type of ma-
terial as the load-ring and exposed to 
the same temperatures, but not loaded.' 
Similar changes of dimension in both 
·load-ring and standard bar result from 
temperature effects; differences be-
tween them are the result of load. 
Limitations of Mechanical Type 
Such a mechanical load-gage is cali-
brated either by dead weights, or by 
applying known loads in a testing ma-
chine. In order to permit measurement 
of load over a period of time, without 
removing'the load, it is necessary to 
apply the dial indicator at intervals; 
for this the machine is stopped, but the 
load is not released. 
I t is not possible in practice to elimi-
nate all the errors in such a load-
measuring device, no matter what pre-
cautions may be taken. This is primari-
ly because perfect temperature com-
pensation is possible only when all 
portions of the device change in tem-
perature at the same time and at the 
same rate. In normal use, this condi-
tion is far from being realized. 
In a fatigue machine, for example, 
there is a source of heat in the shaft 
bearings and the eccentric bearing just 
below the load-ring, and in operation 
this produces a thermal gradient from 
the lower to the upper portion of the 
load-ring. There are other sources of 
heat, too, both within the machine and 
without it, which combine to introduce 
errors. 
For these and for other reasons, it 
was felt that a load-measuring device 
of greater accuracy, greater long-time 
stability, and capable of producing 
dynamic records, was needed. 
Selection of Gage Type 
The principal requirements for the 
load-measuring device were these: 
(1) High long-time stability and 
accuracy. 
(2) High sensitivity. 
(3) Dynamic response, up to at 
least five cycles per second (the speed 
of the fatigue machine). 
(4) Freedom, so far as possible 
from disturbances caused by change; 
in ambient conditions (temperatur~, 
vibra tion, and the like). 
(5) Ability to produce a graphic 
record. 
For convenience and ecqnolOY, it 
also seemed desirable to employ, if 
possible, the existing load-ring aM a 
load-sensitive element, changing only 
the measuring element itself. 
Preliminary studies, using the saInt! 
load-ring dynamometer, with ditrerunl 
arrangements of dial indicator8, 8how-
ed promise, but not enough promiMe to 
justify extended study. It was found 
possible to eliminate much of the tem· 
perature error by making mea:mrc-
ments of the changes in both horizontal 
and vertical diameters of the load-ring, 
thus dispensing with the standard bar 
(which might be at a slightly different 
temperature than the load-ring. A link. 
age was worked out by which a me-
chanical . gage gave the ratio of the 
change in these two diameters, withoul 
the necessity for measuring both MCp-
arately. 
N one of these expedients, however, 
offered much promise of fulfilling the 
last three requirements in the li8t. It 
was, consequently, decided to employ 
some form of electric sensing clement, 
which would (1) eliminate error!i from 
mechanical friction, (2) provide mean!-l 
for producing a graphic record, and 
(3) give extremely high !-len!-litivity 
through careful circuit de!-lign. 
Of the several different ba!iic types 
of electrical strain gages which might 
be employed in such an installation, 
the variable-inductance gage (and espe-
cially the balanced form, the induc-
tance-ratio gage) offered so many 
more advantages than any other that 
its choice was inevitable. The special 
advantages for this application were 
these: 
. (1) It is sensitive to total strain 
rather than to unit strain. 
(2) Sensitivity can be made as high 
or as low as desired, if the range can 
be restricted proportionately; thus the 
load-ring might have any of a wide 
variety of characteristics. 
(3) Properly designed, such a gage 
can be given excellent temperature 
compensa tion. 
(4) The gage can be used in a null 
circuit for the highest accuracy, but 
such a circuit need not prohibit its use 
as a deflection-type instrument for 
dynamic use. 
(5) Vacuum-tube amplifiers are not 
needed; this eliminates certain com-
plexities, as well as greatly simplify-
ing maintenance. Since amplifiers were 
not to be used, permanent calibration 
was facilitated. 
Design of Inductance-Ratio Gage 
In the final analysis, the quality of 
the primary element (and the closeness 
by which its final characteristics fit 
those speciiied) depends equally upon 
(1) the design of the components, (2) 
the quality or uniformity of the ma-
terial used in construction, and (3) the 
precision of construction, assembly, 
and adjustment. If all three of these 
are satisfactory, the completed instru-
ment may be expected to be stable, 
accurate, and efficient. 
Since freedom from temperature er-
rors and long-time stability were two 
of the most important desiderata in 
the load-measuring system, symmetric 
and stable design, both mechanical and 
electrical, was obviously required. After 
the characteristics of several of the 
commonly-used gage and circuit de-
signs were analyzed, the circuit shown 
in Fig. 1 was selected as best suited to 
the purpose. 
In this circuit, four separate induc-
tances are used; they are arranged in 
two pairs, one pair being those in the 
gage-head, and the other pair in the 
balancing unit. The actual construc-
tion of each pair is as indicated in 
Fig. I-B; two iron-cored coils are con-
nected together mechanically with a 
laminated iron armature 'between them, 
and the whole is attached to the load-
ring or other device so that the move-
ment to be measured changes the posi-
tion of the armature without changing 
the separation of the two coils. Move-
ment, therefore, produces a change in 
the ratio of the two airgaps, and thus 
a change in the ratio of the inductances 
of the coils. 
Electrical Circuit of Gage 
When the inductance units are con-
nected in the circuit, shown in Fig. 
I-A, one coil of the balancing unit and 
one coil of the gage-head are con-
nected in series (that is, L ha and Lua) 
and, become one "arm" of the circuit. 
The other two coils (Lhh and L llb ) are 
similarly con n e c ted in series, and 
become the other inductive "arm" of 
the circuit. 
The cha,:acteristic of this circuit is 
that when the impedances of the two 
inductive "arms"-one composed of 
Lh., and Llln in series and the other 
composed of Lhb and L II " - are equal, 
no cur"ent flows through the indicat-
ing instrument G. If one impedance is 
g-reater than the other, current will 
now, its magnitude being a function of 
the difference in the two impedances, 
and its direction indicating which of 
the two is greater. 
This,!s not a bridge circuit, but an 
impedance-comparison circuit. It is ex-
a-c 
input 
R 
Fig. 1 Indurtance-ratio gag!': (A) schematic 
indurtanre 
cited by alternating current but em-
ploys a direct-current galvanome:er as 
an indicating device, and it has most 
of the desirable characteristics of a 
phase-sensitive alternating current 
bridge, while much simpler in con-
struction. 
In this circuit, however, anything 
which causes a change in the imped-
ance of either of the inductive "arms" 
will cause a change in circuit output. 
It is therefore necessary to insure that 
changes in gage resistance will not 
occur, nor changes in capacitance which 
would affect the impedances of the 
critical circuit branches. Likewise, to 
provide most stable operation and 
highest sensitivity, the circuit imped-
ances should be made as nearly com-
pletely inductive as possible. 
Design of Inductance Coils 
These requirements were met by 
winding the gage coils on lamina ted 
silicon-steel cores of approximately 
5/I6-inch square cross-section, and 
matching the resistances of the two 
coil assemblies to better than ljz per 
cent. Each coil-and-core assembly com-
prises aU-shaped core carrying two 
coils; each coil contains 100 turns of 
24-gage copper wire. The two coils 
on each core are connected in series-
aiding, to make the inductance of the 
coil assembly as high as possible. The 
finished coil assembly is small, and has 
small leakage inductance, so that its 
inductance is not greatly affected by 
nearby metallic objects. 
The inductances used in the balanc-
ing unit were less critical in dimen-
sions and in characteristics; those 
used were made by taking the coils 
from small commercial transformers 
( Swain-Nelson No. 6PI69) and rear-
ranging the laminated core-material. 
Only the low-impedance winding, of 
about 140 turns, was used; the other 
windings were left in place, opeI)-cir-
cuited. 
Mounting of the gage coils, to per-
mit unrestricted m 0 v e men t with 
changes in load-ring diameter, and yet 
to resist the forces produced by ac-
celeration while the machine was in 
operation, was a difficult problem. The 
solution finally selected was a clamp-
ing system, with the actual clamping 
force applied through steel balls set 
in indentations for locating the parts 
accurately. This arrangement permits 
quite rigid clamping action without 
danger of creep of any 'parts during 
operation. The clamping members were 
made rather heavy, and the entire as-
sembly was made symmetrical, insur-
ing that so far as possible no change 
in leakage reactance could occur dur-
ing operation. 
Construction of Gage Assembly 
The photograph, Fig. 2, shows the 
general appearance of the load-ring 
with the clamp-on gage; the clamping 
members are visible, but the actual 
coil-and-core assemblies which make 
up the gage-head are concealed within 
the clamp. 
The balancing unit is also shown in 
this photograph, and the manner of 
assembly may be clearly seen. The 
moving armature is inset into the 
lever, which may be moved by the 
Fig-. 2 View of load-ring- with clamp-OIl 
ga~e. Balancing unit in foreground. 
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Fig. 3 Circuit diagram for dyn::ullometer (rn~gnetic gag~).· 
ion 
micrometer screw at the left-hand end 
of the instrument. The pivot at -the 
d yet 
uf fulcrum end of the lever is a pair of 
crossed springs, of phosphor bronze; 
Lhis provides a moving system having 
no discoverable hysteresis, and good 
temperature stability. 
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and operating voltage. Across the bot-
tom are the controls-an-off switch, 
high and low sensitivity switch, jack 
for connecting external instrument, 
pilot light, and output voltage control. 
The electrical circuit of the oscillator 
unit and its power supply are shown 
in Fig. 5. It is an orthodox resistance-
capacity type oscillator, with its out-
put voltage controlled by altering the 
amount of negative feedback. 
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All metallic parts of the balancing 
unit are of brass, except the silicon-
steel coil cores and the micrometer 
screw. On this same base are mounted 
the two resistors, R (Fig. 1) which 
make up the third and fourth "arms" 
of the impedance-comparing circuit, 
and the ring-modulator unit which 
rectifies the circuit output. 
The entire instrument is assembled 
in three units, namely: (1) the load-
ring and its gage-head, (2) the balanc-
ing unit with the micrometer screw 
to adjust balance, and (3) the case 
containing the other electrical elements 
-the oscillator for providing exciting 
current for the gage, and the indicat-
ing instruments. The diagram of Fig. 
3 shows the interconnections of these 
three units, and the operating circuit. 
the interc~nnections are made with 
polarized connectors, of different types, 
so that it is not possible to connect 
the units improperly. 
Oscillator Indicator 
It may be noted that in the "oscilla-
tor-indicator" unit two indi.cating in-
struments are shown-an output me-
ter which provides a continuous indi-
eation of the voltage of the exciting 
current and a null detector which indi-
eates b~lance of the circuit. The null 
detector is a center-zero milliammeter 
',vith a current range of one milliam-
Pere in either direction from center; 
for protection during first rough ad-
justments it is shunted with a one-ohm 
resis tance. This diagram does not show 
the circuitry of the oscillator and the 
Power supply; these are indicated only 
by the symbol for a source of alternat-
ing current. 
Installation in a Fatigue Machine 
Fig. 6 shows the load-ring installed 
in a fatigue machine. Only part of the 
machine is visible ; at the top is the 
end of the walking beam or main lever 
of the machine, and below the dynamo-
meter ring is the eccentric' and shaft-
bearing assembly. It is the rotation of 
this eccentric that applies the cyclic 
load of the machine, through the dyna-
mometer load-ring. Under load, these 
bearings, run warm, causing a tem-
perature gradient through the load-
ring from bottom to top; this is one 
of the most troublesome sources of 
error. 
A calibration curve for the complete 
unit is given in Fig. 7; for actual use 
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this is drawn to a more convenient 
scale. The average sensitivity is about 
3 1/3 pounds per division on the micro-
meter screw, and with the built-in in-
dicating instrument changes of 3 
pounds are easily detected. The com-
pleted instrument is considered accur-
ate to about 10 pounds, with a range 
of 7,000 pounds or a little more; re-
producibility or comparative accuracy 
is about 5 pounds. 
The sensitivity can be increased by 
a factor of as much as 100 by using 
a sensitive external indicating instru-
. ment, externally connected. When this 
is done the sensitivity is limited by the 
precision of the balancing micrometer 
screw. For dynamic measurements, and' 
using. a deflection method, sensitivities 
as great as 1/20 of a 'Pound have been 
achieved. 
Accuracy and Stability 
Since the primary need for the in-
strument was for relatively long-time 
tests, a rather extensive study of its 
accuracy and stability was made .. The 
lower curve in Fig. 7 shows one of 
the most important results of this 
study, namely: the effects of unequal 
heating of the magnetic gage . 
In order to simulate a temperature 
gradient across the load-ring (su<!h 
as might be caused by a heated bear-
ing) a small source of heat (31;2 watts) 
4 
10 K 
Fig. 4. External view of 
oscillator-indicator unit. 
GFG 
The external appearance of the os-
cillator-indicator unit is sh()wn in the 
Photog~aph, Fig. 4. The instrument at 
the left is the null-detector, at its right 
is the output meter-which has only 
two marks on its scale, indicating zero FiJ;. ;j Electdca! drcuit of oscillutor for thl' Il;ag'udit, gage. 
I 
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Fig. 6 Load-ring installed in a fatigue 
machine. 
was applied at the lower end of the 
gage-head bracket. The micrometer 
screw adjustments required to main-
tain balance were then plotted; the 
o~ 8 curve shows a gradual change in cir-
o CO cuit balance, continuing slowly for 
QO s:: rlabout 3 hours, then changing little for 
>=: 0...-1 ~ the next 16 hours or so, at which 
~ ~ OJ time the test was stopped because of 
rl H OM failure of the heater. 
oM § This is essenti.ally what one would 
::sci oM expect, since after a considerable time 
f=Q rl a temperature equilibrium is reached, 
..e; ~ following which little change occurs. 
Fl or! The change in gage-balance during 
° CD - this long warm-up period. is about 20 
o H ~ divisions, or about 70 pounds of load. ~ ~ ro This warm-up, it should be noted, 
o .r! .,0 is the warm-up time for the machine, 
rl S::.tH and not for the measuring equipment . 
. P=;l ~;o Further tests confirmed this find-
ing, and indicated that after the ma-
chine had reached its operating temp-
erature, there should be no apparent 
change in load greater than perhaps 
15 'Pounds from this source, and that 
this could be reduced somewhat by 
applying thermal insulation to the 
load-ring. 
To ascertain the effect of ambient 
temperature (as contrasted to temp-
erature gradients within the load-ring) 
the entire instrument was subjected 
to temperatures ranging from about 
60 a to 90 a F. This required some co-
operation with the weather, and actu-
ally the tests were conduded over a 
period of about 15 months. All of 
these tests were made in a lever-type 
static testing machine, having a total 
range of 10,000 pounds, and maintained 
by dead-weight checks to well within 
1 per cent accuracy-usually ¥.! per 
cent. A considerable amount of data 
was taken, and a statistical analysis 
made to determine the true correction 
factors. 
The conclusions reached were as 
follows: 
(1) At the midpoint of its range, 
no change in instrument indication 
was caused by change in temperature. 
(2) At any other point, the temper-
ature correction required was 0.3 per 
cent of the difference between actual 
load reading and the midpoint scale 
reading. 
Consequently it was possible to draw 
a family of calibration curves, all in-
tersecting at the midpoint of the range, 
and read loads directly from these 
curves, taking cognizance of room 
temperature. If no temperature cor-
rection is made, the maximum error 
that could occur as the room tempera-
ture rose from 65 to 75 a F could be 
as great as 200 pounds-far from neg-
ljgible. If the temperature correction 
is made, this will be reduced to 20 
pounds, or perhaps a little' less. 
The fact that all these calibration 
curves, run at several different temp-
eratures, intersect at the midpoint of 
the scale is worth noting. This is the 
point at which the two air-gaps in the 
gage-head are equal, as are the sim-
ilar air-gaps in the balancing unit; 
4400 
4000 
~ 3600 l.\J 
a: 
0 
en 
a: 3200 l.\J 
and this is the only condition in which 
the instrument is perfectly symmetri_ 
cal mechanically and electrically. :I 
It is possible to compute from these~ 
data that the temperature error is a~. 
function of the difference in thermal; 
expansion of the air-gaps and the:' 
equivalent length of steel; and also; 
to design a thermal device to compen-~ 
sate this systematic error. This cor-~ 
recting device has not been construct-J 
ed, since correction is so easily handled ~ 
with the calibration curves. ... 
Alternate Form of Gage-Head 
During the exploratory period of 
this project, another form of gage-
head was designed and tested, and al-
though it was not used for this in-· 
. strument, it has proved useful in other 
applications. It will be described 
briefly. 
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Fig. 7 Calibratiun cunes for the magnetic gage. 
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fig. 8 Alternate form of gage-head: (A) 
wnstruction of inductance pair and (B) 
rurves of output voltage. 
Its general form is shown in Fig. 
GE ) 
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GAGEl 
j 
8-A. It comprises two coil-and-core 
assemblies, connected together mech-
anically, with a laminated armature 
moving between them. Like the gage 
described previously, its oubput is a 
function of the ratio of these two air-
gaps. 
Each core carries two coils-a high-
impedance coil excited by alternating 
cmrrent, and a low-impedance coil 
which provides the output. Various 
modes of connection can be used, but 
best results were had by connecting 
the two exciting coils in parallel, and 
to the source of alternating current; 
and the two output coils were connect-
In operation, each coil-and-core as-
sembly acts with the moving armature 
as a variable-air-gap transformer. The 
two output coils are connected in 
series-opposition; thus their combined 
output is the algebraic sum of the 
individual outputs. This is indicated 
graphically in Fig. 8-B. The final gage 
output is alternating current, with 
zero magnitude when the armature is 
at its mid-position, and increasing as 
the ratio of air-gaps changes from the 
value of 1. Thus, the amplitude of 
motion is indicated by the magnitude 
of the output, and the direction (from 
the central position of the armature) 
by the phase relation of the gage out-
put to the voltage of the exciting 
current. 
Such a gage can be made with a 
wide variety of characteristics· for 
example, it can be powered di;ectly 
by the 115-volt, 60-cycle line. Its out-
put can be provided at any reasonable 
impedance, by selecting proper coils. 
It ~ust be used with a phase--sensitive 
output circuit, if its characteristics 
are to be employed. It is classed as 
a mutual-inductance gage, of the ratio 
type. 
This alternate form of gage is now 
being used in a high-speed, high-ca'pa-
city controlling and programming sys-
tem in our research program on cum-
ulative damage of structures, 
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